BaCkground and advantages over exIstIng teChnology
Coeliac disease is a malabsorption syndrome precipitated by gluten ingestion, and characterised by inflammation of the small intestine.
Serological tests for IgA anti-tissue transglutaminase antibody (tTGA) and anti-endomysial antibody (EMA) have high sensitivity and specificity for coeliac disease. 1, 2 In patients with IgA deficiency, the IgG class of the tTGA and EMA tests are recommended. Anti-gliadin antibodies are no longer used for the detection of coeliac disease, except in children younger than 18 months. 2 Conventional serological tests are performed in central laboratories, whereas the point-of-care (POC) test can be performed in practice or at home. Both the POC and conventional serological tests require patients to be on a normal glutencontaining diet at the time of testing, since IgA-tTGA titres diminish on a gluten-free diet. 
detaIls of teChnology

ImPortanCe
The prevalence of coeliac disease in the UK is estimated to be 0.8%-1.9% in the general population, and 4.5%-12% among firstdegree relatives. 2 Studies show an average of more than 10 years from symptom onset to diagnosis. 3 Undiagnosed coeliac disease can lead to chronic illness including anaemia and osteoporosis (with resulting increased risk of fractures). 2 In children, undiagnosed coeliac disease can result in growth failure, delayed puberty, and dental problems. patients with coeliac disease and laboratory controls. [4] [5] [6] [7] The earliest study was based on 121 consecutive samples from patients and 107 controls who had normal villous morphology on pathology. 5 Biocard and laboratory serum tests (EMA and tTGA) were compared to the gold standard of duodenal biopsy. The Biocard test gave a sensitivity of 97% and a specificity of 94%, (positive likelihood ratio [LR] 14.9 and negative LR 0.35). By comparison, laboratory serum EMA and tTGA tests had a sensitivity of 97% and 99%, respectively, and both showed a specificity of 100%.
PrevIous researCh accuracy compared to existing technology
Subsequently, the Biocard test was evaluated in 24 untreated patients with coeliac disease and 19 controls compared to duodenal biopsy, with a sensitivity of 92% and specificity of 79%. 6 A third study 7 investigated the Biocard test in 139 consecutive untreated patients and 103 controls. Sensitivity and specificity were 93% and 94%, respectively, compared with duodenal biopsy. None of the patients in the above studies were IgA deficient. The fourth and final case-control study showed 90% sensitivity and 100% specificity compared with serological laboratory testing. 4 The diagnostic accuracy of the Biocard test was also assessed in a cross-sectional study of 150 patients from a tertiary clinic with suspected but unconfirmed coeliac disease. 5 Compared with serological EMA and tTGA tests the Biocard results were found to be concordant in 145 of 150 patients. The sensitivity and specificity of the Biocard test relative to both EMA and tTGA serological tests were 97% and 96%, respectively.
One study assessed the Biocard test for screening. 8 District nurses at primary care centres in Hungary tested 6-year-old children (n = 2676) and offered biopsy if any result was positive. Coeliac disease was confirmed in 32 children (1.2%). When compared to biopsy plus follow-up, Biocard test sensitivity was 78% and specificity was 99.8%.
One study 4 compared the Stick CD1 test and the Biocard test. The sensitivity of the Stick CD1 test was 100% (including 4 IgA deficient coeliac disease patients) with 95% specificity while the Biocard sensitivity was 90% with 100% specificity.
One prospective multicentre study evaluated the accuracy of Stick CD1 and CD2 test in 113 children with confirmed coeliac disease. 9 For the CD1 Stick test (tTGAs), sensitivity was 97% and specificity was 99%. CD2 displayed a sensitivity of 95% and a specificity of 99% for tTGAs and a sensitivity of 63% and a specificity of 95% for gliadin antibodies.
Impact compared to existing technology
The diagnostic accuracy of the Biocard test is high (sensitivity between 90-97% and specificity between 79-100%), but this may be an overestimate due to the study designs and the selective populations. Sensitivity in asymptomatic children was much lower (65-79%), which means that the ability to rule out coeliac disease in these children is reduced. There is limited evidence available for the Stick coeliac disease tests.
Patient self-testing raises other concerns: those who self-diagnose may begin glutenfree diets without confirmatory testing, appropriate nutritional advice, or medical investigation for complications or comorbid conditions associated with coeliac disease.
Given that 8% of patients with coeliac disease are IgA deficient, the Biocard test may give false negative results in this group, leading to delays in seeking medical attention.
Use of the Biocard test by professionals may be of value in situations where venepuncture is difficult, for example, in children.
Cost-effectiveness and economic impact
Early-case identification through POC testing has the potential to prevent glutenrelated morbidity and reduce costs. However, one UK study 10 found increased healthcare costs before and after diagnosis in patients with coeliac disease compared with controls, while two studies from the US 11, 12 reported that an increased rate of coeliac disease diagnosis led to reduced healthcare service utilisation and costs. None of these studies included quality of life measures, and there is no evidence on the cost-effectiveness of using POC testing to screen for coeliac disease in primary care.
relevant guidelines
The 2009 NICE guideline CG 86 recommends that self-tests and/or POC tests for coeliac disease should not be used as a substitute for laboratory-based tests, and that patients with positive self-or POC-tests are sent for further serological testing.
2 NICE advises, based on an evaluation of one early POC test, that 'limited evidence suggests that point-of-care tests and self tests may be accurate but require further evaluation'. 
What this technology adds
Although the evidence is limited, point-ofcare testing may be helpful in the diagnostic work-up of coeliac disease in primary care settings by increasing speed of results or access to testing in some settings, as sensitivity and specificity are comparable with laboratory-based serology. However, a negative result does not safely rule out coeliac disease.
methodology
Standardised methodology was applied in writing this report, using prioritisation criteria and a comprehensive, standardised search strategy, and critical appraisal. Full details of these are available from www. madox.org. 
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